· Level I Inactivation of vegetative bacteria, fungi, and lipophilicviruses at a 6 Log10 reduction or greater

· Level II Inactivation of vegetative bacteria, fungi, lipophilic/hydrophilic viruses, parasites, and mycobacteria at a 6 Log10 reduction or greater

· Level III Inactivation of vegetative bacteria, fungi, lipophilic/hydrophilic viruses, parasites, and mycobacteria at a 6 Log10 reduction or greater; and inactivation of B. stearothermophilus spores and B. subtilis spores at a 4 Log10 reduction or greater

· Level IV Inactivation of vegetative bacteria, fungi, lipophilic/ hydrophilic viruses, parasites, and mycobacteria,and B. stearothermophilus spores at a 6 Log10 reduction

or greater
Level III disinfection has been the recommended minimum criteria by STAATT. The second STAATT meeting recommended the following representative biological indicators:

􀀗Mycobacteria (6 Log10 reduction) using Mycobacterium phlei or Mycobacterium bovis (BCG)

􀀗Bacterial Spores (4 Log10 reduction) using Geobacillus stearothermophilus (formerly B.

stearothermophilus) or Bacillus atrophaeus (formerly B. subtilis)

Some countries simply use Geobacillus stearothermophilus spores as the main indicator.
